Early manifestation of noncalcific aortic stenosis after porcine valve replacement.
Symptoms of noncalcific aortic stenosis developed in a 57-year-old man 3 months after implantation of a Carpentier-Edwards porcine heterograft. The glutaraldehyde-processed bioprosthesis was removed 7 months after implantation and replaced with a No. 3 Medtronic Hall valve.